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This manual contains information and warnings that must be followed for operating
the meter safely and maintaining the meter in a safe operating condition.

If the meter is not used in a manner specified in this manual, the protection
provided by the meter may be impaired.

This meter complies with the requirements for double insulation to IEC 1010-1 (2001),

UL 3111-1 (6, 1994), EN 3121-1 (1998), CSA C 22.2 No. 1010-1-92 ; Overvotage
1000 V Category Il and also the E.M.C. standards to EN61326 : 1997 +A..

TERMS IN THIS MANUAL
A Warning identifies conditions and actions that could pose serious hazards to the

user. A Caution identifies conditions and actions that could cause damage the
meter or the vehicle under test. Notes are added to provide clarity and helpful tips.
INTERNATIONAL ELECTRICAL SYMBOLS

AC (Alternating Current)

DC (Direct Current)

Either DC or AC

Caution! Refer to the explanation in the manual.

Dangerous voltage (Risk of electric shock)

Earth (Ground)

Double insulation or Reinforced insulation

Fuse

B REE RS .

Battery










































